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CERTIFICATE OF COM PLIANCE

LRQA
hereby declares that the certification assessment has demonstrated that

MALDI Biotvper@
tr/BT microflex LT/SH / ÍVIBT smart/ MBT sirius one / ÀríBT sirius

Complete Solution Íor the conÍirmation oÍ Salmonellaspp.

Nrlanufactured and supplied:
Bruker Daltonics GmbH & Co. KG

FahrenheitstraBe 4
28359 Bremen

Germany

has been validated and revealed to be at least equivalent to the reference method as demonstrated by the validation
study report. The summary of the validation report is available on the lvlicroVal website: _*:ai§1sfg,-g

ReÍerence method: ISO 6579-1 (2017)and ISO 657g-2 (2012)- Microbiology of food and animal feeding stufis -
Horizontal method forthe detection, enumeration and serotypingo1l §almonella spp. - Part 1:detection oÍ Salmonella
spp. - Part 2: Enumeration by a miniaturized most probable number technique.

Scope: Confirmation oÍ Salmonella spp. from colonies isolated on XLD, BGA, Chromogenics based on C8-esterase

activity detection {RAPID'Sa/monella, Brilliance Salmonella, ASAP, CASE Chromogenic) and non-selective nutrient agars

The validation and certiiication has been perÍormed in accordance with ISO 16140-6:2019 and the tVftcroVal Rules and
Certification Scheme version 8.

Certificate no.:20171R73 First approvaldate: 12 February 20'18

Renewal date: 20 )anuary 2022
Expiry date: 11 February 2026
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ISSUED BY: Lloyd's Register Nederland B.V.

Rotterdaffi, The Netherlands
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K.P. v.d. Mandelelaan 41a,3062 MB Rotterdam, The Netherlands. Kvk nr.: 24247948
This approval is carried out in accordance with the LRQA assessment and certification procedures and monitored by LRQA


